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Designation: E 1333-96 (Reapproved 2002) 



Standard Test Method for 

Determining Formaldehyde Concentrations in Air and 
Emission Rates from Wood Products Using a Large 
Chamber 1 

This standard is issued under the fixed designation E 1333; the number immediately following the designation indicates the year of 
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A 
superscript epsilon (e) indicates an editorial change since the last revision or reapproval. 


1. Scope 

1.1 This test method measures the formaldehyde concentra¬ 
tion in air and emission rate from wood products containing 
formaldehyde under conditions designed to simulate product 
use (see 11.5 and Note 7). The concentration in air and 
emission rate is determined in a large chamber under specific 
test conditions of temperature and relative humidity. The 
general procedures are also intended for testing product com¬ 
binations at product-loading ratios and at air-exchange rates 
typical of the indoor environment (l). 2 The products tested, the 
loading ratios and the air exchange rates employed are de¬ 
scribed in the test report. 

1.2 This test method determines the average formaldehyde 
concentration in air and emission rate from a number of large 
size samples. The average concentration and emission rate 
reported, thus, will not provide information on higher or lower 
emitting panels in the test lot. 

1.3 This method is primarily used for testing newly manu¬ 
factured panel products that are shipped for testing either 
seal-wrapped in polyethylene or with waster sheets, or with 
both. When this test method is used for evaluating other than 
newly manufactured panel products (after original application, 
installation or use), the method of packaging and shipping the 
product for testing shall be described in the test report. 

1.4 The quantity of formaldehyde in the air sample taken 

from the chamber is determined by an adaptation of the 
National Institute for Occupational Safety and Health (NIOSH) 
3500 chromotropic acid test procedure. If another analytical 
procedure is used to determine the quantity of formaldehyde in 
the air sample, that procedure shall give results of equivalent or 
greater accuracy and precision than the adapted chromotropic 
acid procedure. Detailed procedures based on acetylacetone, 
pararosaniline (see Test Method D 5221), 2,4- 

dinitrophenylhydrazine (DNPH) (see Test Method D 5197) and 
3-methyl-2-benzothiazoline (MBTH) (see Test Method 


1 This test method is under the jurisdiction of ASTM Committee D07 on Wood 
and is the direct responsibility of Subcommittee D07.03 on Panel Products. 

Current edition approved March 10, 1996. Published May 1996. Originally 
published as E 1333 - 90. Last previous edition E 1333 - 90. 

2 The boldface numbers in parentheses refer to a list of references at the end of 
the text. 


D 5014) have been found to give results equivalent or greater 
in accuracy and precision than chromotropic acid. The test 
report shall note the analytical procedure employed. 

Note 1— 3 The chromotropic acid analytical procedure described in this 
test method is applicable for testing urea-formaldehyde bonded wood 
products. According to NIOSH (4th Edition, 8/15/94) the low end of the 
working range for the chromotropic acid analytical procedure is 0.02 ppm. 
A more sensitive analytical procedure is recommended for testing wood 
panel products where formaldehyde concentrations in air are anticipated to 
be at or below this level. DNPH is recognized as such a method. 

1.5 This test method is used to determine compliance with 
requirements such as those established for building materials 
by the U.S. Department of Housing and Urban Development 
Rules and Regulations 24 CFR 3280 for manufactured housing 
and by Minnesota Statutes Section 144.495. Measurement 
results are also used for comparing concentrations in air and 
emission rates from different wood products (2) and for 
determining compliance with product standards. 

1.6 The values stated in SI units are to be regarded as the 
standard. The values given in parentheses are for information 
only. 

1.7 This test method is not designed for determining general 
organic emissions from all indoor materials and products. 

Note 2—ASTM Committee D22 has developed Guide D 5116 which 
describes small-scale environmental equipment and techniques suitable 
for determining organic emissions and emission rates from materials and 
products used indoors. 

1.8 This standard does not purport to address all of the 
safety concerns , if any , associated with its use. It is the 
responsibility of the user of this standard to establish appro¬ 
priate safety and health practices and determine the applica¬ 
bility of regulatory limitations prior to use. For specific hazard 
statements, see Section 7. 

2. Referenced Documents 

2.1 ASTM Standards: 

D 3195 Practice for Rotameter Calibration 3 4 


3 The notes appearing in this test method are not part of the mandatory sections 
of this standard, are informative in nature, and appear below that section of the 
standard to which they pertain. 

4 Annual Book of ASTM Standards , Vol 11.03. 
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D 5014 Test Method for Measurement of Formaldehyde in 
Indoor Air (Passive Sampler Methodology) 4 
D 5116 Guide for Small-Scale Environmental Chamber De¬ 
terminations of Organic Emissions from Indoor Materials/ 
Products 4 

D5197 Test Method for Detefmihaiibn Formaldehyde i 
and Other Carbonyl Compounds in Air (Active Sampler 
Methodology) 4 

D 5221 Test Method for Continuous Measurement of Form¬ 
aldehyde in Air 4 

E 77 Test Methods for Ihspettidri and VeWfidMdh of Thbi- ' 
mometers 5 * 7 8 9 " *. ’ J .*' ” V .V ; \ 

E 220 Method for Calibration of Thermocouples by Com- 
•PrisonTechniques;, s f!j , tfK ^ ; 

S J|2 3$7- Test \yi(£ f ' f £ .Psy- 

chrometer and Dry-Bulb TemT. 

peratures) 4 

■ E741 ii: Test Mdthidds for Defefrtilniii'jg Air Ghailgeina Single 
'' Zotife by Means'of Trader G^s Dilution 6 ! ■' n ; ‘ 

. 2,3 U.S. Department of Housing and Urbqn bevelopnient 
(.HUdfDocqmentf fj ',', ,‘ t 7 , 

i Manufactured Home Construction . and Safety Standards, 

24 CFR 3280, Federal Register,' Vol 49, No. 155, Aug. 8, 

>i • *984 • ... 

. jj.3 NIQffi . 

,, Formaldehyde Method, ^5pb, U.$.> Department of. Health 

. 4 ,B-iluf; 

\^4;AMNj St avdards : 8 ,,, t , : ... ^ 

j , HPyA/ANSfj HP-l-19p4,;PaMwoo$ ant} Decorative , Ply- 

• J WSpfc -nOtdXWi kW/V ifl t> . t •» ■ 

ANSI A208. I -.1993. Pai^icleboard, . 

ANSf /\208.2-199^ Medium Density Fiberboard 

til fiwfT.j r smi,:... 

Minnesota Statutes Section 144.495, 325F.i8 and 325F.181, 
Formaldehyde G.ases m Huilding Materials, 1986 

3. Terminology ; " !0k:a 


r Bl l d&efinitiOHs } qf Tdrms Specific to This Standard: 

‘' • 3; 1:1 air : cktihgd the ratib 6f h’dlirly * cdriditipried and 

filtered outside 1 air bfought" mto the chamber, and cliambef 
volume measured in identical volume units (normally ex- 
pfes^d‘4h -aA\ d. - 

3.1.2 ernisHon ^ ra&^fbni^dehyde v emissidhs ^p8P area of 
exposed surface of tested product in the large chamber per time 
duration of aib sample, ndfmally expreSsedlri mg/(m 2 -h). 

v 3iT.3 IBdMrig §hifabb area (fidt 

including panel edges) of each procludt' divided by the' test 
chamber volume. . ir , , 

4. Significance and Summary of Test Method < , * 

4.1 Significance and Usd: " • ■ ’ >:M: } 1 ' :yj ; • ;f ! 


' V &AnhUQl Book of-ASTM Standards, iVbl' l'4 i .03'<■ -dt ^ v;'f 

• P Annual BookiOfiASTM Standards, Vol 04.11. >j * 

7 Available from Superintendent of Documents* U.S, Government: Printing 
Office, 732 N. Capitol St., NW, M&il Stop’ SDE, Washington, DC 20401; 

8 Available from American National Standards Institute, 25 W. 43rd St., 4th 
Floor, New York, NY 10036. 

9 Available from Print Communications, Dept, of Administration, 117 University 

Ave., St. Paul, MN 55155. ’ ;i ‘ l '-" ‘ lU%,f 
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4.1.1 Limitations on formaldehyde concentrations ‘ jn 1 1 y air 
have been established for some building products permanently 
installed in manufactured and conventional homes. This test 
method provides a standard means of testing typical product 
sizes, sucli as ii2 by ’2.4 mi (4 by '8 ft) sheets, at product 

dohditigs; dotiMstOnt with product- bhd use. * 

- • 4,2 Sunpfiary iof Test Method: ^ ; a ! • , 

4.2.1 This test method incorporates a chamber of 22 m 3 (800 

ft 3 ) minimum size to evaluate formaldehyde concentrations in 
air and emission rates from building products over a specified 
duration of 'tihie. This test'^Method em^ld^s^;lBE single set of 
epyirpnmepM 4kh^iti9 ns M ratios to 

assess formaldehyde concentrations in air and emission rates 
from certain wood products. Conditions controlle^. jj^-ith^ 
procedure are as follows: 

4.3-lVl Conditidning of speciftiehs : pfior to testing^ ' . 

'Exposed surface arda of the specimens ; ih the fest* 
chamber, ‘ s ,;i ‘ ' ! 

■ '4.: 

4 

4... ..... 

"'^S.rS'-AJt' ip ! fetid ; :bf;;tb;'20^ ; h&Sod 'ih"the l0 lest 
bhambert’ the air is iamhled anB thb c6hcfeiitrhltidn ! :of iyilhSi- 1 

dejiyd6‘ih air ahd emission rate : arc deterniiiied; ‘ IV ' JS0 *9' 1 

%) ?:h. ho :y 4:^ :A ir Dili; v : :ribnr>-' 

Note 3—Care must be exercised in the extension. :of, ithq^ resists to 
formaldehyde concentrationsy in air and 5 emission ratesi froi^j products 
under different conditions of air change rate or loading ratio,,or .both. 

SMnt^fei^ehces' 3 ^ mu,?.:':n af;'l om 

5.1 4 analytical nifetiidd'Ms |heiiols ;as| a 
negative interferience when present ; at ah fi 8;T ^exHel^joyer 
formaldehyde. Mo4ification in the analytical procedure shall 
he. made when relatively high phenol fomialdHhyde Conoentra- 

tions (8:1) are anticipated (3,4). , . . f . 

-bho gmu-t.hiiVSv,! V h !>-)j rfl dl UMivV .ilVrV 

6. ApparatiiShi^mo y[\ - . 

■ 6.1 Test CktiM)bfv> : ;,u: 

6.1.1 The'ihteiidf volume of the chdmbef shall be a inird- 

muln of 22 m 3 XBOO 'ft 3 ). The interior of 'the test chamber 'shall 
be frbe of;refn|eratibn <Ms ; that eohdense‘%ht^r^^ ani^ items 
such as humidifier with wdter'reservdifs^^as cohdeh^te^ill 
have the pdtehtmi of cblleetihgTormaldehyde ^tid' thtiSs' iHM^ 
encihjg^test remits. Thedhtefidi 4 Surfaces oh’the^hambef Shal! be 
of materials f6lihd i td i fflihilnize' iadSbrptidri:'" (Staihless Mod] 
aluminum, and pbiytethafld^ ^PTFE^ have prddticed 

recoveries of ^95 l % ait a : 0.4 ppm fornialdehyde chSllei\ f ge 
cdiicentration < in air K afe |N have^been fduhd a|>^t(Sgriatb a SS 
chamber lihing*thaterialsl) All joints except for dodrs ■iiSedT6]r 
loading and unloading specimens ; shall be' Sealed! DbdfS- Shall 
be self-sealing. The test chamber shall be equipped with metal 
specimen racks with dividers spaced a minimum of 150 mm (6 
in.) to support specimens on edge. ■ - > -<• ; 

'S'.i^.l 4rAe ihake-up air shall comq from a filtered J ^st-free 
environment < and not contain more ; formaldehyde than - is 
capable of being measured considering the sensitivity of’the 
analytical procedure using the sampling rate and volume of air 
as described in 10.2. This shall be accomplished by passing 
make-up air thrdugh d. filter bed Of 1 activated carbon, activated 
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alumina impregnated with potassium permanganate, or other 
materials capable of absorbing, adsorbing, or oxidizing form¬ 
aldehyde. 

6.1.2.2 Make-up air for the chamber must pass through a 
calibrated, totalizing dry gas test meter or other airflow rate 
measuring device with calibration traceable to the National 
Institute of Standards and Technology (NIST). It is also 
acceptable to calibrate the airflow rate measuring device, as 
installed, using a tracer gas technique described in Test Method 
E741. Air change rate per hour (AC/h) is calculated as (V 2 
- Vf) -5- ((t - 0) X chamber volume); where V 2 and V l are 
dry-gas test-meter readings in cubic metres at time, t (in hours), 
and time 0 divided by the chamber volume in cubic metres. The 
air-intake port and exhaust port shall be on different walls of 
the chamber and at different elevations. The chamber test shall 
be operated at a positive pressure of 1 Pa (0.004 in. of water) 
or greater as determined by a permanently mounted differential 
pressure device. 10 

6.1.3 Nonsparking Fan Sizing and Positioning —A nonspar¬ 
king fan shall be used to circulate air within the chamber. The 
air flow shall be directed horizontally in the direction of the 
chamber length above where the test samples are to be placed 
in the chamber. The fan shall be sized and positioned to achieve 
a uniform concentration in air of formaldehyde (within 0.03 
ppm) as determined from a minimum of six air sampling 
locations. These locations shall be at three elevations, 0.3 m 
(12 in.) from the chamber floor and ceiling, and at a height 
between 1.3 and 1.5 m (51 and 59 in.); and at two vertical 
placements, x h the chamber length from each end of the 
chamber and at chamber mid-width. 

6.1.4 Air Sampling Ports —For testing, at least two air¬ 
sampling ports shall be used, located at equal distance along 
the chamber length at an elevation between 1.3 and 1.5 m (51 
and 59 in.) and shall be placed at least 0.6 m (24 in.) from any 
interior wall. The sampling lines shall be of materials found to 
minimize adsorption such as stainless steel, PTFE and alumi¬ 
num, securely fixed to supports during the test, and shall be as 
short as possible. The length of the sampling line outside the 
chamber shall not exceed 6 m (20 ft). 

6.2 Examples of acceptable reagents, materials, and equip¬ 
ment are provided in Appendix XI. 

7. Hazards 

7.1 Chromotropic Acid Reagent Treatment (see 10.3.4 and 
A4.5)—During this hazardous operation, the operator shall 
wear lubber gloves, apron, and a full face mask or be protected 
from splashing by a transparent shield such as a hood window. 
The solution becomes extremely hot during addition of sulfuric 
acid. Add acid slowly to avoid loss of sample due to splatter¬ 
ing. 

7.2 Cleaning Chemicals for Glassware— Appropriate pre¬ 
cautions shall be taken if cleaning chemicals are considered to 
be hazardous. 


10 A differential pressure transmitter Model 607-0 with an output signal range 
corresponding to 0 to 25 Pa (0-0.10 in. of water) and a digital readout (Model 
A-701) available from Dwyer Instruments, Inc., P.O. Box 373, Michigan City, IN, 
have been found suitable for determining that the chamber is at positive pressure. 


8. Test Specimens 

8.1 Standard Face and Back Configuration Testing : 

8.1.1 Loading is defined as the total exposed specimen 
surface area, exclusive of edge area, divided by the chamber 
volume (on effect of loading refer to Ref 5). If the edge 
exposure is greater than 5 % of the surface area, include the 
total edge-exposure area in the calculation of surface-exposure 
area. Loading ratios used for testing wood panel products 
containing formaldehyde are as follows: 

Loading Ratios, ±2 % 


(m 2 /m 3 ) 

(ft 2 /ft 3 ) 

Product 

0.95 

0.29 

Hardwood Plywood Wall Paneling 

0.43 

0.13 

Particleboard Flooring Materials 



Industrial Particleboard Panels 



Industrial Hardwood Plywood Panels 

0.26 

0.08 

Medium Density Fiberboard (MDF) 


Note 4—See Appendix X3 for a discussion of loading ratios. 

8.2 Non-Standard Sample Configuration Testing : 

8.2.1 Testing Products with Single Surface Exposed —Some 
products have significantly different formaldehyde release 
characteristics for each surface and have only one surface 
exposed to the indoor living space. 11 In those cases, panels 
shall be tested back-to-back with edges taped together. The 
panels shall be identified as tested in the back-to-back mode. 

8.2.2 Testing Cabinets and Furniture —Some products are 
made of assembled wood panel products. Such items shall be 
designated in the test report by the product name and a 
description of the cabinet or furniture items. (See Appendix X4 
for a discussion of shipment of such products for testing.) 

8.2.3 Combination Testing —Where different products are 
tested in combination, the test report shall fully describe the 
purpose of the test and the nature of the products and must note 
the loading ratios for each of the products tested. 

Note 5—HUD in 24 CFR 3280 does not indicate that panels are tested 
back-to-back (see 8.2.1) or that different products are tested in combina¬ 
tion. This test method, however, provides an option of performing tests on 
components or assembled panels in the back-to-back mode or testing 
products in combination where appropriate to simulate use in certain 
structures. 

9. Sample Material Shipping and Specimen Conditioning 

9.1 Shipping —Materials selected for testing shall be 
shipped from the manufacturer, distributor or building site to 
the laboratory in bundles, seal-wrapped in minimum 0.15-mm 
(6-mil) thickness polyethylene plastic, or shipped with a top 
and bottom waster sheet taken from the same population of the 
sample, or both. Materials selected for testing shall not include 
the top or bottom panels or pieces in a stack, unit or pallet. All 
material shall be held intact prior to specimen conditioning. 
When other than newly manufactured wood products (after 
original application, installation or use) are tested, the method 


11 Examples of products exhibiting this characteristic are interior wall and ceiling 
finish building materials that contain decorative liquid applied finishes that emit 
significant quantities of formaldehyde, and laminates not containing emitable 
formaldehyde from the exposed surfaces that are bonded to a substrate that prevents 
or significantly restricts emissions from the unexposed back surface of the 
laminates. 
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of packaging and shipping the product for testing shall be fully 
described. lnformation known op the age and product history 
of other than newly manufactured products shall be detailed in 
the test report, , . .. .... „ 

Note 6— See Appendix X4 for additional ' discussion on shipping 
materials for testing. . - f t ^ i . 1 : / j 

9.2 Conditioning—Conditioh test specimens with a mini¬ 
mum distance of 0.15 m (6 in.)' between each specimen for 
seven days ±3 h at conditldhs Of 24 ± 3°C (75 ± 5 a F) and 50 
±5% relative humidity. The formaldehyde concentration in 
the air within 0.3 m (12 in.) of where specimens are. condi¬ 
tioned shall not be more than 0.1 ppm during the conditioning 
period as determined by taking air samples in the conditioning 
area. ' r 

10. Procedure • ' * 

10.1 Test Procedure for Materials: ; 

10.1.1 Purge the, chamber by runningempty or with the use 
of filters designed to reduce the formaldehyde background 
concentration in air, or both. The formaldehyde background 
concentration in air,of the empty: operating chamber shall not 
contain more formaldehyde than is capable of being measured 
considering the sensitivity of the analytical procedure and the 
volume of the air samples-taken (see 10,2),v Glean,rchamber 
surfaces'periodically with water or sqlyent to\\ensure' that 
formaldehyde background concentrations, remain at or below 
the sensitivity of the analytical procedure used. M 

l 10.1.2 Locate the 5 specimens 3 in the chamber . so that the. air, 
stream of the circulating fan is not blocked by any; specimen. 

lQii>3lOperate the, chamber at 25 >± 1?G (77;± 2°E) and 50 
it 4 % relative, humidity (refer to Test Methods .E 77, E 220 
and E 337)fe Continuously record the temperature andjhumidily-; 
Conduct the chamber test; at Q{5 ±> 0.05 AC/h as measured by 
a totalizing dry gas meter permanently placed in the chamber 
air intake duct. ' \ ’ \ ' \ 

, 10,1.4 Specimens remain in the operating chamber from 16 
to 20 h prior, to air sampling for formaldehyde concentration in 
air and omission rate determinations.; - r.rfrn : 

10.2 Air Sampling —Purge air sampling lines for f >min. 
Take at least two simultaneous air samples. At each sampling 
station, bubble air through a single impinge! containing 20 mL 
of a 1 % sodium bisulfite (NaHSO^ solution. A filter trap shall 
be placed between the impinger' and the flowmeter. Set a 
calibrated flowmeter (calibrated rising the 1 equipment listed ih 
XL 1:7) to maintain an average aiffldw# 11 ± ®.05 Lym!ih s f6f 
a minimum of 60 min with 'time ffiek’sti^£d^^ 

5 ''si' Following air sampling, analyze 1 the Collection 1 solhtion. 
Formal dehy de ■ concentratibns fronfi simultaneous ■ air' : s amplbs 
taken from the two lines shall not vary by 'more than* 0.03 ppm. 
If the samples differ by more than r 0.05 ppm;'repeat 10.2. 

10.3 T Analysis of Atr<Samples: ' ^-1 • r ‘ - 

10.3.1 Pipet 4 mL of the NaHS0 3 solution from the im~ 
pingers into each of two 16 by 150 mm screwcap test tubes for 
duplicate analysis of each.i.mpingeriPample. ( 

10.3.2 Pipet 4 mL of 1 % NaHSQ^ into a 16- by 150-mm 
sbfeWcap test tube to act as a reagent blank: ' n 

v 16,3.3 - Add^^ Q4 /mil. ojf 1% chromotropic, acid reagent tp 
each test tube. Shake tube after addition. 


A0 3 A Slowly, .and carefully pipet 6.0 mL concentrated 
sulfuric aciddnto each test tube (Warning-r^see 7.1) and allow 
to flow down the side of test tube. Allow the volumetric pipet 
to drain. ;DO NOT BLOW OUT. Before placing caps on test 
tubes,^check the condition of the PTFE cap liners^to make sure 
they iarM clean and noLdeteriorated. . ^ ? 

10.3 ;5 5 Slowly and gently agitate test tubes to effect mixing. 
Mixing 1 is complete when thCfe is no sign of Gratification. 
(Warning^-Avoid rapid mixing as heating and pressure will 
increase and potentially break the test tube.) ’ 

10 J.6'.If absofbafice readings ekehed 1.0 or if Spectropho- 
tometfic analysis is h, heat capped test 

tubes to 95 6 C or place capped test tubes lit a boiling \vaterbath 
for 15 ± 2 him to ensure that thd chemical Leactibh is 
completed. AftfeF removal, allow' the test tubes'to cool td roofii 
temperature. Carefiilly vent test tubes to release* pressure^ ' 

16.4 Absorbance Readings: * ,: ’ • . ’ 

1Q4.1 Standardize the spectrophotometer using distilled 
water at 580 nm in accordance with, the instrument’s; operating 
instructions. The reagent blank (Tube 1) shall be head against; 
distilled;, water. A ^high .absorbance for the reagept r b t la^ 
indicates .contamination of reagent blank or improper SQludou 
preparation. .If absorbance Ter the reagent blank . compared to 
distilled water is greater than 0.040 (using a 12-mm cell path 
length) or above O.Q3Q;(using a. lO-mm, cell path length)* repeat 
the entire standardization.procedureod jiv^^, . it -v-ru 

i 'li0.4<2'Zero the instrument using < the reagent blank if the 
absorbance is not greater than 0;040>::(f2 mm path length).*.or 
0.030 (10 mm path length) compared to distilled Water as zero. 
Alternatively, the instrument- shall be*' left zeroed on distilled 
water, and the absorbance of the reagent blank subtracted* from 
the) absorbance of the standard solutionsi TOrtarecb orb 


. : 10.4.3 1 Read and record absorbance at 580mrri for'each test 
tube jprdpUrcd^^s^e 11.2 for CalCulatidhs).-If the absorbance of 
the H sj3eeimeh soliitiori' is found to -fall outside tM absO'rbUhbe 
range (WliO ofkS determinedin Annex A4), lO.3.1-10.3i4 Shall 
be j repeated using °ari appropriate ■ dilution of W3 & r Impingbr 
solution. rn 0 um-i bnn;- 




11. Calculation 




11.1 Convert the volume of air sampled to the volume of air 
at standard conditions as follows:- 

i:'i ' si; . ,. ,VX^X 298 „ i;^ H',;. . 

i j. -vtl us if-.: ,1 V > 'A av.h; ,vMm, J ' 

y / toofla.i ai: K ■ ■ . ^ yc* 


^ wdlum^bf J aii : &i Standard Cmiditiohs^iOf^afid 
298 R); ? tl, !fl J ,)o ^- y - 0l l}bA bf:; • 

V = volume of air sampled, L, 

P K i '•& baidmetricb^sum, kPa, 

T temperature of^s^lmpie am p 0. r - ^ ^ in,, 

11.2 Calculate total micrograms of formaldehyde Cbllbdted 
in each impinger sample as follows: 

C,=C fl XF fl (2) 


•’where; 1 - & * > ; ■ 

C^ ru 'yf total formaldehyde in the sample, fig, 


•, - ‘ ! *0\’. 

1. 1 'Tjl /i f*•> »(! ■ '«,ii 
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C a = total quantity of formaldehyde in the sample aliquots 
taken from the impinger (as determined from the 
calibration curve in Annex A4), jug, and 


F a = aliquot factor : 


sampling solution volume, mL 


(3) 


aliquot used, mL 

11.2.1 Calculate the concentration in air of formaldehyde in 


the large chamber as follows: 

C, X 24.47 


CV. = 


K X 30.03 


(4) 


where: 

C L = parts of formaldehyde per million parts air, ppm, 
30.03 = molecular weight of formaldehyde, and 

24.47 = pL of formaldehyde gas in 1 pmol at 101 kPa and 

298 K. 


Round calculated formaldehyde concentrations in air to the 
nearest 0.01 ppm. Round up to the nearest 0.01 ppm all 
residual values at or in excess of 0.005 ppm (any value or only 
zeros following the 0.005). Round down all residual values 
below 0.005 to the nearest 0.01 ppm. 

11.3 When the chamber temperature differs from 25 by 
0.3°C (77 by 0.5°F) or more, adjust the large-chamber form¬ 
aldehyde concentrations in air obtained to a standard tempera¬ 
ture of 25°C (77°F) using the formula developed by Berge, et 
al. (6) . Annex A1 contains a table of conversion factors for use 
at different observed test temperatures as calculated using this 
formula. The observed test temperature is the average tempera¬ 
ture for the total period of 30 min prior to air sampling plus the 
time of air sampling. 

11.4 The large chamber formaldehyde concentration in air 
shall be adjusted to a concentration at 50 % relative humidity 
when the difference in relative humidity from 50 % is greater 
than or equal to 1 % (see Annex A2). 

11.5 The emission rate (ER) shall be calculated from the 
formaldehyde concentration in air observed in the large cham¬ 
ber at steady-state conditions. The formaldehyde ER shall be 
calculated as follows: 


where: 
ER = 

C s = 

N = 
L 


ER = 1.23 C 5 X N/L = mg/(m 2 -h) (5) 


formaldehyde emissions per unit area and unit time, 
mg/(m 2 h), 

formaldehyde concentration in air at steady state 
conditions, ppm, 

ventilation rate, air changes per hour, (AC/h), and, 
loading rate, m 2 /m 3 . 


Note 7 —Concentration in air and emission rate are only relevant to the 
specific test air exchange rate and test loading ratio used. Concentration in 
air and emission rate do not change in direct proportion with changes in 
air exchange rates or loading ratios. Estimates of formaldehyde exposures 
in structures can be made by using mathematical models (7). Concentra¬ 
tion in air or emission rate profile information from large chamber tests 
can be used as mathematical model inputs. This data is not normally 
obtained in Test Method E 1333 unless testing is extended and chamber 
concentrations in air and emission rates are obtained for the tested product 
at multiple chamber air exchange rates or multiple product loading ratios, 
or both. 


12. Report 

12.1 Report the following information : 

12.1.1 Test number, 

12.1.2 Title of report shall state if standard face and back 
configuration testing (see 8.1) or if nonstandard configuration 
testing (see 8.2) was performed. 

12.1.3 The manner in which materials were shipped or 
stored, or both; wrapped separately in vapor retarder, wrapped 
collectively in vapor retarder; waster sheet on top and bottom; 
or in original box or container. If materials were shipped 
unwrapped, with no top or bottom waster sheets, or not in the 
original box or container, it shall be noted on the test report. 
For other than newly manufactured products, the age and 
product history, if known, shall be described in the test report. 

12.1.4 Name of product manufacturer or name of company 
submitting material, or both, and date of manufacture. 

12.1.5 Description of test material or product to include 
generic product name, thickness, size, if surface finished or 
sealed (both surfaces shall be described), and special treatment 
(if known). 

12.1.6 The nature of machining, if the test material is 
grooved, routed, bored or otherwise machined results in 
increased emitting area of the test material. 

12.1.7 Specimen conditioning details to include temperature 
(and range), relative humidity (and range), time to nearest hour, 
and approximate distance between specimens. 

12.1.8 Formaldehyde background concentration in air in 
room or area where specimens are conditioned (see 9.2). 

12.1.9 Chamber volume; nominal length, width, and height. 

12.1.10 Test material or product loading ratio in chamber. 

12.1.11 Description of specimens as loaded into chamber 
including number of specimens in charge and number of 
surfaces exposed. 

12.1.12 Average temperature during the conduct of the test 
(see 10.1.3) and temperature range during sampling period. 

12.1.13 Chamber formaldehyde concentration in air at test 
conditions, chamber formaldehyde concentration in air cor¬ 
rected to 25°C (77°F), 50 % relative humidity, rounded to 
nearest 0.01 ppm. 

12.1.14 Formaldehyde emission rate at 25°C (77°F), 50 % 
relative humidity, rounded to the nearest 0.001 mg/(m 2 h). 

12.1.15 Relative humidity average and range during sam¬ 
pling period and if chamber values have been corrected to 
50 % relative humidity using the formula in Annex A2. 

12.1.16 The analytical method employed if different than 
the adapted NIOSH 3500 chromotropic acid test procedure. 

12.1.17 Average air-change rate during test. 

12.1.18 Formaldehyde background concentration in air in 
chamber prior to test and formaldehyde concentration of 
make-up air. 

12.1.19 Air-sampling rate and time. 

12.1.20 Date of test. 

13. Precision and Bias 

13.1 Variation in the formaldehyde emission from products 
evaluated by this test method is a consequence of both 
variation in the materials tested and variation in the application 
of the test method. Limited information does exist to show the 
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kind of variability that is expected between test results when 
the method is used t in ,,ope <v pr mprp laboratories (8),. The 
relationship of a basis chamber to four other ^chambers: using 
the same test method shows good agreement:.. The correlation 
coefficient (r) is 0,94 ’ J'q V ' 

13.1.1 Repeatability (Within Laboratory)-^ Test.results in¬ 
dicate, a, precision qf within 0.03 ppm op the same samples. 

13.1.2 Reproducibility (Between Laboratory )—A* test series 
involving two laboratories on five matched board sets ip which, 


cop4itipning qf the panels was tightly controlled showed that 
measured cpnceptrations in air were withip ±6.3 % for panels 
ranging in formaldehyde chambep concentrations in air from 
0.26 to 0.53 


14. Keywords ' 

14.1 chromotropic acid analysis; concentration in air; emis¬ 
sion rate; formaldehyde; large chamber; wood products: com* 
taining formaldehyde c * , 
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Al. TEMPERATURE CONVERSION FACTORS FOR FORMALDEHYDE 


Al.l Table Al. 1 is based on the Berge, et al. (6) formula to 
correct' formaldehyde cbricCntratiOns iti i air for temperature: 


or 


r=r . P -RW~Mo) 


c: e m-ut 0 ) 


(Al.l) 

(A1.2) 


where: , ■ •. ± : •••;>• •• .t?t ;• ■ • j 

C = test formaldehyde concentration in air, r ,a 
C Q = • corrected formaldehyde * concentration in air, 
e ^ exponential function, .... \ . 

coefficient of ^ipperature (9799), ; | s : 
t ; == actual temperature K^and 
. t G ■ „ = corrected temperature’ K. _ : , 




rr,or? 


TABLE Al .1 Temperature Conversion Table for Formaldehyde 

Note 1-^-The Bergb, et al. (6) equation is an exponential function. The 
greater the variance between actual and Corrected temperature, the greater 
■the, potential •|pp^.^T>yp r hpri^ntal lines within the table delineate the 
Specified test temperature range 25 ± 1°C (77 ± 2°F). : 
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A2. RELATIVE HUMIDITY CONVERSION FACTORS FOR FORMALDEHYDE 


A2.1 Table A2.1 is based on the Berge, et al. (6) formula to 


TABLE A2.1 Relative Humidity Conversion Table for 
Formaldehyde 


Actual 

RH 

To Convert to 50 % 

RH Multiply by 

Actual RH 

To 

Convert 
to 50 % 
RH 

Multiply 

by 

46 

1.08 

51 

0.98 

47 

. 1.06 

52 

0.97 

48 

1.04 

53 

0.95 

49 

1.02 

54 

0.93 

50 

1.00 




correct formaldehyde concentrations in air for relative humid¬ 
ity: 

C=C 0 [l+A(H-H 0 )] (A2.1) 


or 


C 

c ° -i+aw-hj 


(A2.2) 


where: 

C = test formaldehyde concentration in air, 

C 0 = corrected formaldehyde concentration in air, 
A = coefficient of humidity (0.0175), 

H = actual relative humidity, and 
H 0 - corrected relative humidity, %. 


A3. STANDARD SOLUTIONS A AND B 


A3.1 Standardization of Formaldehyde Standard Solution 
A (1.0 mg/mL): 

A3.1.1 Pipet 2.70 mL of 37.0 % formaldehyde solution into 
a 1-L volumetric flask. Dilute to mark with freshly distilled 
water and mix well. This solution is stable for at least one 
month. 

A3.1.2 Calibrate the pH meter with standard buffer solution 
of pH 9.0. 

A3.1.3 Pipet two 50-mL aliquots of Formaldehyde Standard 
Solution A into two 150-mL beakers for duplicate analysis and 
add 20 mL of 1 M sodium sulfite to each beaker. 

Note A3.1—Sodium sulfite solution can age, thus the 1-M sodium 
sulfite solution shall be adjusted to a 9.5 pH before adding to Standard 
Solution A aliquots. 

A3.1.4 Place solution on magnetic stirrer. Immerse pH 
electrodes into the solution and carefully titrate with 0.100 N 
hydrochloric acid (HC1) to the original pH of the solution. 
Record volume of HC1 and corresponding pH intermittently. 
Make a graph of pH versus volume of HC1. 

A3.1.5 Calculate the concentration, C A , of Formaldehyde 
Standard Solution A in milligrams per millilitre as follows: 


VX NX 30.03 (mgpermilliequivalent) 
50 (mL) 


(A3.« 


where: 

V = 0.100 N HC1 required at pH of 9.5 from the graph 
prepared in A3.1.4, mL, and 

N = normality of HC1. The concentration of Standard 
Solution A will be the average of the two analyses 
conducted. 


A3.2 Standard Solution B: 

A3.2.1 Prepare Formaldehyde Standard Solution B by di¬ 
luting 1 mL of Standard Solution A and 1 g of NaHS0 3 to 100 
mL in a volumetric flask using distilled water. This standard is 
stable for at least one week. 

A3.2.2 Calculate the concentration of formaldehyde C B in 
Standard Solution B in micrograms per millilitre as follows: 


C A X 1000 X 1 mL 
100 


A3.2.3 Record value. 


(A3.2) 


A4. CALIBRATION CURVE 


A4.1 Prepare a 1 % NaHS0 3 solution by dissolving 1 g of 
NaHS0 3 in a 100-mL volumetric flask and diluting to the mark 
with distilled water. This solution is stable at room temperature 
and shall be prepared on a weekly basis. 

A4.2 Label six 16 by 150-mm screwcapped test tubes 1, 2, 
3, 4, 5 and 6. 

A4.3 Pipet the following volumes of 1 % NaHS0 3 solution 
and then Standard Solution B (see Annex A3) into the labeled 
tubes: 


Tube No. Volume, mL 



NaHS0 3 

Solution B 

1 

4.0 

0 

2 

3.9 

0.10 

3 

3.7 

0.30 

4 

3.5 

0.50 

5 

3.3 

0.70 

6 

3.0 

1.00 


Note that no Solution B was added to Test Tube 1. Test Tube 
1 will be the reagent blank. 
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A4.4 Add 0.1 mL of 1 % chromotropic acid reagent to each 
test tube. Shake tube aftef addition;.' -T at- r 

: A4.5 J^lpwly and carefully pipet 6.0 v mL t ,concentrated 
H 2 sb 4 into each test tube (Warning —See 7.1) and allow to 
flow down the side of the test tube. Allow the volumetric pipet 
to drain. DO NOT BLOW OUT. Before placing caps on test 
tubes, check the condition of the PTFE cap liners to make sure 
they are clean and not deteriorated. 

A4.5.1 Slowly and gently agitate test tubes to effect mixing. 
Mixing is complete when there is no sign of stratification. 
Rapid mixing will cause heating and a pressure increase that 
will increase the ? potential for brfeakirig the test* tube. If 
absorbaneereadihgs exceMLOorif^ analy¬ 

sis is performed within 2 h, heaf 'capped test tubes to 95°C or 
place in a boiling water bath fofcT5 ! i±^2 fnifito etisure that the 
chemical reaction is completed’.' Aftef the test 

tubes to cool to room temperature. Carefully vent test tubes to 
release pressure. 

A4.6 Standardize the spectrophotometer using distilled 
water at 580 nrn in accordance with (the instrument’s operating 
instructions. The reagent blank (Tube 1) shall be read against 
distilled water. A high absorbance for the reagent blank 
indicates contamination of reagent blank or improper solutioh 
pfepdfeftbnAlf lab'sdfbkfidd'fdf the ife&gfent blahk bompared to 
distilled water is greater than 0:040 (qsiiig b 12-miri cell path 
length) 6r above 0^036 (rising a i 0-nim cell path length), repeat 
the erftife stahdnfdi^atioh prbcediirC/' 

A4.7 Zero the instrument using the reagent blank (Tube 1) 
if the absorbance is not greater than 0,040 (12rndim^path length) 
or 0.030. (10-mm path length) compared to distilled vyatpr as 
zero. Alternatively, the instrument shall be left zeroed on 
distilled water, and the ^Horbanee! of die feagent blank 
subtracted from the absdrbailce 'of standard solutions. 
Recovery shall be within ±5 % of J ?da|efit , biiato&. h ' 1 ' 

«’ii yc " o> Alt oLskr-A: 3 <;.' m -.A 

: A4.8. ; Rpad \:apd Record ; absorbance at, 580 nm fqr each 
standard prepared (Tubes 2 through 6). 

A4.9 Plot absorbance agaihst micrograms of formaldehyde 
in the color developed solution. NotQ ; fhat the .amount of 


formaldehyde in micrograms is based upon the concentration 
of formaldehyde in Standard Solution B, which is dependent 
upon the standardization carried out on Standard Solution A in 
Annex A3 .ha Jh a; 5 ;* :a>; t ,*-a / . vT a 

Example: 

If Standard Solution Ai^QO rng/mL, then . 

Standard Solution B = ipM pg/mL. 

Tuba l ^H.Q-,mLB.tandar<l'$Qli4»h B„.; „ . «. .. 

x 10.00 pg/mL = 0.00 pg total formaldehyde 
Tube 2 = 0.10 mL Standard Solution B 

x 10,00 gg/mL = 1.00 pg total formaldehyde - m- \ 

Tbbe 3 =d.36 mL Standard Solution B -vA ' 1 ? 

A . A. x 10.00 gg/mL = 3.00 pg total formaldehyde 

Tube 4 = 0.50 mL Standard Solution B 

X 10.00 pg7mL = 5.00 |jg total formaldehyde 
tube 5 = 0.70 mL Standard Solution B ( ^ 

x 10.0Q pg/mL = 7.00 pg total formaldehyde \ 

Tube 6 = 1.00 mL Standard Solution B / j 

x 10.00 pg/mL = 10.00 pg total formaldehyde 

A4.9.1 The absorbance of each tube shall be plotted against 
the total micrograms of formaldehyde in each tube. 

A4.9.2 The absorbance of each chamber impinger aliquot 
n specimen determined in 10.4.3 shall be compared to this 
calibration curve, and the total micrograms of formaldehyde in 
the .altquqf, C a ip Y 11>£,, v .. ^ ; 

Note A4.1 — The calibration curve as described in this ’* dnriex is 
provided. y a$f an example;; of, a cur ye • appropriate for. products, d^sigpe f d to 
cpnform^ith BJJI) 3280 for manufacturedhomesi ap^j^in^esptji 

Statutes Section 144.493. If absorbance readings are outside of this range, 
the calibr^tioh dufve shall ificoiporale appropriate vdliilh^s of Staiicmrd 
Solution B (see Annex A3) to reflect that range. 

NotM A4.2-^If absOfbbht readings exceed ’l.O or 'if spectrdphotometric 
analysis is performed within 2 h, heat capped test tubes to 95$& J or place 
capped test tubes ili a boiling-water bath for 15 ± 2 min to ensure Ithat the 
chepiicaLreaction is completed. After removal, allow the test tubes ro- cool 
to room temperature. Carefully vent^est tubes to release,presspre< r 

aA 410 1 1 Preparation of the' calibration curve (A4c3 j A4v9) 
^lFbe fbpehted-at leasts once fiiorb iand the fihal calibration 
line must reflect the composite of the determitidtiohs fhf fhe 
eiirve shalh^be v oaldulated- using a> linear least stjuaie l fitting 
technique) i 1 if the plot f in A4.9 shows the last - fewApoints 
deviating from linearity: omit the points, from calouMtions ; or 
repeat the entire procedure. Further, the curve must be fre¬ 
quently checked based bn changes in reagent lot numbers, past 
experience, data scattering: or instrument instability. 


APPENDIXES 

l 9 LiOv - * * m ■ t 


(Nonmandatory Information) 

XI. REAGENTS, MATERIALS, AND EQUIPMENT FOUND»SUITABLE:F6R USE Ul a ? 


Xl.l Air-Sampling Apparatus 

Note Xl .T—Other apparatus and‘instruments may be used if equiva¬ 
lent results ate anticipated. 

odfi*’ , I fi’b'L <y v^w H noiP.i luA ■:,>< O 

. . i ., iitvV i 


VH! V M.A 11 r>! ii- /O, -n A i' « .’i 

XI.1.1 Midget ImpingWSyW - ; 4- a.- 

X\.\2 Rotameters , 1 L/min, 13 

* v.jdul j.a; :um \ do) 

aj i.> «i; C |- 

12 Ace Glass Stopper No. 7531-06 and 30-mL Bottle No. 7531-04, available from 
Ace Glass Inc„, P.Q. Box 688, Vineland, NJ 08360, .or Lurex No. 191-4 f 050, 
^Vailable > imm / LMx ; Bdentlfi^ have heeh foiind sditablb’ fdf ihls ! ’pdr{)ose.- ‘ '*' 

P Scott Specialty Gases, Model 52*312-2-4; sstaihless, steel floaty available 
from Cole-Parmer, 7425 North Oak Park Ave., Chicago, IL 60648, have been fouyd 
suitable for this purpose. 
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XI. 1.3 Line Filter, with desiccant (to dry the air before 
entering rotameters), 14 

Xl.1.4 Polytetrafluoroethylene (PTFE) 14 tubing, 

Xl.1.5 Buret, 250 or 500-mL (to calibrate rotameters), 14 
X1.1.6 Impinger Pumps , 14 

XI. 1.7 Film-Type Laboratory Calibrators or Bubble Tube, 
for calibrating pumps and rotameters, 15 and 

XI. 1.8 Differential Pressure Gage, for determining that the 
chamber is at positive pressure. 10 

X1.2 Analytical Apparatus 

XI.2.1 Spectrophotometer , 16 

XI.2.2 Spectrocheck, 14 for calibration of the spectropho¬ 
tometer, 

Xl.2.3 Beaker , 150-mL, low form, 14 

XI.2.4 Volumetric Flask, 1000 mL, 14 

XI.2.5 Volumetric Flask , 100 mL, 14 

XI.2.6 Volumetric Flasks, two, 10-mL, 14 

Xl.2.7 Buret, 25 mL, Class A, 14 

Xl.2,8 pH meter, 14 

XI.2.9 Magnetic Stirrer , 14 

Xl.2.10 Pipet, volumetric, 4 mL, 14 

Xl.2.11 Pipet, volumetric, 50 mL-10, Class A, 14 and 

Xl.2.12 Pipet, volumetric, 6 mLlO, Class A. 14 

Xl.2.13 Pipet, long-tip Mohr type, 2 by 0.01 mL, 14 

XI.2.14 Pipet Mohr, 10 by 0.1 mL, 14 


14 Available from scientific supply houses. 

15 Available from SKC, Inc., 334 Valley View Rd, Eighty Four, PA 15330-9614. 

16 Milton Roy Spectronic 20 Spectrophotometer, available from scientific supply 
houses, or equivalent, has been found suitable for this purpose. 


XI.2.15 Safety Bulb for pipeting, 14 

XI.2.16 Test Tubes, 16 by 150 mm, with PTFE lined screw 
caps, 14 

XI.2.17 For repetitive analyses of sample solutions and for 
added safety, use of automatic pipeting equipment may be 
desirable. Use of the following have been found suitable. 

Xl.2.17.1 Brinkman Dispensers, volume 0.1 to 0.5 mL (for 
chromotropic acid) volume 1 to 10 mL (for sulfuric acid), and 
volume to 25 mL (for distilled water), 14 

Xl.2.17.2 Oxford Macro-Set Pipet, 14 and 

Xl.2.17.3 Tips , 250, for transferring 4-mL aliquots. 14 

X1.3 Reagents 

XL3.1 Chromotropic Acid Reagent —Dissolve 0.10 g of 
chromotropic acid (4,5-dihydroxy-2,7-naphthalene-disulfonic 
acid disodium salt) in freshly distilled water and dilute to 10 
mL. This solution is to be made up daily. 

Xl.3.2 Sulfuric Acid, concentrated reagent grade. Nitrate 
concentration shall be less than 10 ppm. 

Xl.3.3 Buffer Solution, pH 9.0. 

Xl.3.4 Hydrochloric Acid (HC1) 0.100 N, standard. 

Xl.3.5 Sodium Sulfite Solution, 1.0 M —Dissolve 12.67 g 
anhydrous sodium sulfite (ACS assay 99.5 %) in a 100-mL , 
volumetric flask and dilute to the mark with freshly distilled j 
water. The correct amount to be dissolved should be 12.6/ACS 
assay of the anhydrous sodium sulfite actually being used (read 
assay from bottle label). 

XL3.6 Formaldehyde Solution, weight 37 %. 

Xl.3.7 Sodium Bisulfite, (NaHS0 3 ) reagent grade. 

XL3.8 Mild Liquid Soap. 


X2. CHAMBER FORMALDEHYDE EMISSION MEASUREMENT VERIFICATION 


X2.1 Listing of Variables Used for Calibration 
Preparation 

A = Aliquot of stock solution necessary to spike chamber, mL. 
AC/h = air change rate per hour. 

Cv = chamber volume, L. 

F 0 0 - formaldehyde equal to 1.0 ppm at 0.0 AC/h, pg. 

F os = formaldehyde equal to 1.0 ppm at 0.5 AC/h, pg. 

Fr = flow rate of delivery pump, ml_/h. 

Gr = generation rate of HCHO, pg/h. 

GSc - generation solution concentration, pg/mL. 

SSa = stock solution aliquot diluted to 250 mL (necessary to prepare 
generation solution), mL. 

SSc = stock solution concentration, pg/mL. 

X2.2 Chamber Validation Procedure 

Validation Conditions 

0.5 ± 0.05. 

0.3 ± 0.015 
25 ± 1 (77 ± 2) 

50 ± 4 

X2.3 Initial Preparation of Chamber Parameters, 
Measurements, and Solutions 


X2.3.1 Temperature/Relative Humidity —Maintain a con¬ 
tinuous record of the temperature and relative humidity 
throughout the calibration procedure. 

X2.3.2 Background Formaldehyde Concentrations in Air — 
Prior to each generation of formaldehyde, the background 
concentrations in air should be measured and fall within the 
limits stated in the standard procedure. 

X2.3.3 Air Sampling Rate Calibration- —Airflow measuring 
devices should be calibrated in accordance with Practice 
D 3195. 

X2.3.4 Chamber Volume —Determine the volume (V) of the 
test chamber in litres as follows: 

V = (cubic feet of chamber) X (28.32) 

X2.3.5 Delivery Pump Rate Calibration: 11 

X2.3.5.1 The flow rate (Fr), in millilitres per hour, of the 
formaldehyde generation delivery pump is to be determined by 
replicate measurements. The actual flow rate required depends 


Air change rate per hour, AC/h 
Target concentration in air, ppm 
Temperature, of °C (°F) 

Relative humidity, % 


Note X2.1—Variables used throughout the calibration procedure 
should be listed with their appropriate generated values. These variables 
are later used for various calculations. 


17 An alternative procedure for generating constant formaldehyde concentrations 
in air involves the use of purified gas generation devices, one of which is described 
by Balmat (9). 
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on the chamber volume . and concentratioil of the generation 
solution*, The flow ,jpatei should not^ exceed 15 ;mL/h. This 
maximum allows for complete evaporation of each drop during 
the generation®rosqss^ y. ;o’i '7.7. IX 

, :X2,3*5,2 It is ^commended that the pump : ratei aniJ ^se¬ 
quent drop ratevtogetherwiththepump^evaporation, apparatus, 
he, tested for complete evaporation, Each drpp? should com¬ 
pletely evaporate prior to the next drop entering the, ey ^pora- 
tion cup. Distilled water can bq ,qsed as a test solvept-ln ylo/ 
X2.3.6 Calibration Stoc1$ Solution Preparation : ? r \ y 

X23.6. t l ^yeigh about,: 36 ; g of 37 % formaldehyde, into a 
250-mL volumetric flask. Dilute to mark with distilled water 
and mix well, ^ ? > 

X2.3.6.2 Pipet 50.0 mL into a 250-mL volumetric flask, 
dilute to mark With distilled water,' and mix well!' f f 
X2.3.6.3 Determine the coricentration of the diluted solution 
in triplicate using the HCl titration method described’in the 
standard procedure. Titrate to a pH erid jpbiilf&f ^5>%^6ilq^Si 

(itiLHCi required) x'(Nof HCl) X 30l <33 
mg/mL = L —*; ^ 

X2.3.64 Calculate the, cpnqen^ation. p^t^e, original stpck 
solution S S cip:^pfcrpgt|imsasfpnp^s: 

* •••■» f ,» SSc ,=) (mg/mL of diluted solution) ?- :(X2,2) 

f X (250mL/50mL) X 1000 ; :, 7' 

Note X2.2—The SSc concentration should be about 52 000 .pg/mL. 

X2.3.7 Calibration Working Solutions , u , >x \ i 

X2.3.7.1 Amount of .fprmaldehyde (HQHO) v in mipro- 
grams, present in fhp test chamber as fqllqws: •; r y 

F 00 = gg HCHO at 0.0 ACH at L0 ppmTr 1*2 X. f ^O X ;CV ; X 

(X2.3) 


F Q 5 = gg HCHO at 0.5 AC/h = F 00 /2 
Note X2.3—1.0 ppm IlCHO = 1.2 pg/L. ‘ l y 1 


X2.3.7.2 Initial Spike Solution for 0.3 ppm HCHO Concen¬ 
tration in Air at 0.6 AC/h —To achieve' k chaniber HCHO 
concentration in air 6f ] 0.3 p^hi s ^ OiO AC/h it is' h&essary to 
spike the chamber with ah bcjiriValeiit aliquot, A, ih milliiitres, 
of the HCHO stock solutiohV Thuk: 

, r ..... . ; HCHO requiredjgg) ^ (0.3 ppin) X/^ 0 ,,, (X2.4) 

therefore: ;juvh:yy. •; - . 


' 7 ’ / retjuired‘(hg) 

A( mL ),-’ ^sSc( ppftL) ; 


(X2.5) 


X2.3.7.3 Generation Solution for 0 X 3 ppm HCflO, (Concen¬ 
tration in Air'at Vi!? gen^fatidn ofkcHO 

necessary to maintain a concentration in'air 6f 613 ppm with an 
air change rate of 0*5 AC/h tequifesThe following calculations: 


Gr = (0.3 ppm) X F 05 (X2.6) 

For GSc , dilute an appropriate aliquot of stock ^solution (SSa) 
to a 250-mL Volumetric bask ^epessary.^fe) .provide Gr in 
micrograms per hourata Ideliv erypumprateof Frinmilhlitres 
per hour as follows:' ‘ 


18 Altex Model 110A High Performance Liquid Chromatography, (HPLG) Pump 
and Sage 341A Syringe Pump have/been,found satisfactory for- this purpose, Art 
equivalent may be used. .< ?>} *‘i?a .. ■ 


r - "? i7 » 

hence: . •«' " '•.'.:i’ ; VV c k> ::isv-*X« ! ' :;i V! -’ ; 

.• ^ /pWmL) X 250mT. ’- ,/ * 

SSa (mL) =-(pg/tnl.)'”^ ' ( * 2 ' 8) 

.. '. Av ^ - ^ ; 

X2.4 Calibration Test Ifrotocol and Chamber Operating x 
ofh ; Procedpre/■!:* \ 

X2.4.1 Testing Protocol: ' ^ 

X2.4.1.1 The calibration test shall be conducted over a 
2-day period with chamber samples taken each day at 2,4, and 
6 h after starting the generation delivery nhnlp? ' v ■ | ■ 

X2.4.L2 Upoh' cbnipletibn of sampling' f6F aV given day, 
generation of formaldehyde is discontinued and the chamber is 
purged overnight. The followibg 4 day the HCHO background 
concentration in air is checked prior to chaihlbef spiking and 

initiation of generation <leiiVef| ? lflV \H 7 

X2.4.1.3 The genefatibn solutibh 'ijGSc) is pfbpafcb fesh 
daily from the HCHO stoct sbluficin^(6&b)*' The J; ktb6k';sbluflon 
is standardized daily. x v>\v V. 

X2.4.1.4 Formaldehyde determinations are made by the 
adapted NIOSH Standard 35G()chfbfnc)tropic acid method us¬ 
ing 1.0 % NaHS0 3 as^the ‘absorbing solution. 7 • ’ 51 ? 7 

X2.4.2 Chamber OperdtuVg'Procedure : • ' ;; 7 

X2.4.2.1 With the f chaniber operating uhdbf dynamic con¬ 
ditions, determine the bMckgfbuttd HcHO boricehtfafiOn ilvair. 
X2.4.2.2 Discontinue dynamic conditions, that is, AC/ 

h=o.o. _ t . 

X2,4,2.3 IJsing^ syringe^, c|qmj5eb by t tOT^fqiTing 

the calculated aliquot, in millilitres, of stock solution into the 
evaporation cup. (See Fig. X2.1 fof 5 diagram of delivery’ pumpl 
and evaporation apparatus.) Allow for complete evaporation 
and chamber equilibrium prior to initiation of generation 
i'deliyety pUmp^ About 10 ihiri 1 ik "sufficient. 

X2.4.2.4 Initiate dynamic conditions (AC/h = 0.5) and, as 
simultaneously^ asipossiblei start" generation deliver^ p um P- 
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X2.4.2.5 Sample the chamber atmosphere, in duplicate, at 
the time specified. 

X2.4.2.6 Following the third sampling, turn off the genera¬ 
tion delivery pump. Allow the chamber to purge by continuing 
dynamic conditions (0.5 AC/h or greater) overnight. 

X2.4.2.7 Repeat calibration testing, following the testing 
protocol, by starting with X2.4. 


X2.4.2.8 Collected sample solutions can be stored under 
refrigeration until testing protocol is complete. They shall be 
analyzed using chromotropic acid as outlined in this test 
method. 


X3. LARGE CHAMBER TEST LOADING RATIOS 


X3.1 Loading Ratios Referenced in Federal and State 
Regulations: 

X3.1.1 U.S. Department of Housing and Urban Develop¬ 
ment (HUD) —Manufactured Home Construction and Safety 
Standards, 24 CFR 3280, Federal Register, Vol 49, No. 155, 
August 8, 1984 references loading ratios for plywood and 
particleboard. In a memorandum letter of January 31, 1985 
HUD described the test loading ratio for industrial panels made 
with formaldehyde resins as “unfinished multi-ply composite 
wood products which consist of various combinations of 
hardwood veneer faces and pressed wood materials or mineral 
fiber cores (that is, plywood, particleboard, hardboard, and so 
forth). These panels are used in making cabinets, furnishings 
and in other non-structural applications.” HUD loading ratios 
are as follows: 

0.95 m 2 /m 3 (0.29 ft 2 /ft 3 )—Plywood 
0.43 m 2 /m 3 (0.13 ft 2 /ft 3 )—Particleboard 
0.43 m 2 /m 3 (0.13 ft 2 /ft 3 )—Industrial Panels 

X3.1.2 Minnesota Statutes Section 325F.181 Formaldehyde 
Product Standard references 24 CFR 3280.308 and 3280.406, 
sections of the HUD Manufactured Home Construction and 
Safety Standards (1984), but also lists medium density fiber- 
board (MDF) as a covered product. Minnesota reference 
loading ratios are as follows: 

0.95 m 2 /m 3 (0.29 ft 2 /ft 3 )—Plywood 
0.43 m 2 /m 3 (0.13 ft 2 /ft 3 )—Particleboard 
0.43 m 2 /m 3 (0.13 ft 2 /ft 3 )—MDF 

X3.2 Loading Rates Referenced in Voluntary Standards for 
Wood Products: 


X3.2.1 HPVA/ANSI HP-1-1994 

American National Standard for Hardwood and Decorative 
Plywood references 0.95 m 2 /m 3 (0.29 ft 2 /ft 3 ) loading ratio for 
hardwood plywood wall paneling, 0.43 m 2 /m 3 (0.13 ft 2 /ft 3 ) for 
industrial hardwood plywood panels and 0.43 m 2 /m 3 (0.13 ft 2 
/ft 3 ) for reconstituted wood wall panels. 

X3.2.2 ANSI A208.1-1993 —American National Standards 
for Particleboard references 0.425 m 2 /m 3 (0.13 ft 2 /ft 3 ) for high 
and medium density particleboard, manufactured home deck¬ 
ing and underlayment particleboard, and 0.13 m 2 /m 3 (0.04 ft 2 
/ft 3 ) for low density particleboard. 

X3.2.3 ANSI A208.2-1994 —American National Standard 
for Medium Density Fiberboard (MDF) references 0.26 m 2 /m 3 
(0.08 ft 2 /ft 3 ) for medium density fiberboard (MDF). 

X3.3 Actual or Estimated Loading Rates in Homes Refer¬ 
enced by Federal Agencies —The Consumer Product Safety 
Commission, Environmental Protection Agency and U.S. De¬ 
partment of Housing and Urban Development have reviewed 
or had contractors review reports that describe loading ratios of 
formaldehyde containing wood products typical of manufac¬ 
tured (mobile) and conventional homes. These loading ratios 
generally range from 0.016 m 2 /m 3 (0.005 ft 2 /ft 3 ) which describe 
a loading ratio for an incidental use of a formaldehyde 
containing wood product (closet shelving, for example) to 0.95 
m 2 /m 3 (0.29 ft 2 /ft 3 ) which describes the use of interior wall 
paneling applied to almost all interior walls of a manufactured 
home. Large chamber tests can be conducted with products at 
the same loading ratios as in an actual home. 


X4. SHIPMENT OF TEST MATERIALS TO THE LABORATORY 


X4.1 Formaldehyde-coitaining wood products typically 
tested by this method are in flat panel form sent to the 
laboratory for testing either wrapped with 0.15-mm (6-mil) 
polyethylene plastic or put between a top and a bottom waster 
sheet, or both. 

X4.2 Some products such as kitchen and audio/video 
cabinets and wood furniture may be made using substantial 
quantities of wood product components containing formalde¬ 
hyde. These products are not in flat panel form and are, from 
time to time, tested in large chambers to determine formalde¬ 
hyde emission potential. The manner in which the products are 
prepared for shipment for testing can differ depending on the 
objectives for the test. Two examples are provided. 


X4.2.1 Example 1 —A kitchen cabinet manufacturer may 
seek information on the formaldehyde release potential of 
kitchen cabinets to those who are installing the cabinets in a 
home. New kitchen cabinets representative of the use of wood 
product components may be sent to a laboratory in packaging 
typical of the manufacturer such as corrugated boxes. The 
shipment of the test cabinets is coordinated with the laboratory. 
On the day of receipt of the kitchen cabinets by the laboratory, 
they are placed in conditioning without opening the packaging 
for a day to ensure temperature equilibrium inside the boxes. 
On the day of testing, the cabinets are placed in a large 
chamber, the corrugated boxes are opened and the formalde¬ 
hyde concentration in air is measured following chamber 
equilibrium the following day. Using large chamber test data 
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and other inputs will allow the use of mathematical models for 
estimating formaldehyde concentration in air exposures to 
home construction workers. 

X4.2.2 Example 2 —A manufacturer, distributor or other 
party may seek information on the formaldehyde release 
potential of an audio cabinet system in a home, other living 
space, or working space. The party requesting the test may 
wish to deviate from using the typical packaging and shipment 
technique and send the audio cabinets seal-wrapped and crated 
to minimize any change in formaldehyde release potential due 


to shipment. On receipt of the test cabinets the party requesting 
testing and the laboratory may determine that the cabinets 
should be conditioned a specified period of time, such as one 
week, prior to testing to achieve formaldehyde emission rate 
stabilization. Large chamber test data and other inputs will 
allow the use of mathematical models for estimating formal¬ 
dehyde concentration in air exposures to occupants of homes or 
indoor spaces due to the emission potential of the audio cabinet 
system. 


REFERENCES 


(1) Grot, R., Silverstein, S., and Ishiguro, K ., “Validation of Models for 
Predicting Formaldehyde Concentration in Residences Due to Pressed 
Wood Products, Phase I,” (NBSIR 85-3255), National Bureau of 
Standards (NBS), 1985. 

(2) Grot, R., Silverstein, S., and Nabinger, S., Formaldehyde Emissions 
From Low Emitting Pressed-Wood Products and the Effectiveness of 
Various Remedial Measures for Reducing Formaldehyde Emissions, 
National Institute of Standards and Technology (NIST), 1988. 

(3) Hakes, D., Johnson, G., and Marhevka, J., Procedure for Elimination 
of Phenol Interference in the Chromotropic Acid Method for Formal¬ 
dehyde, American Industrial Hygiene Association, April 1984. 

(4) Technical Bulletin No. 415, National Council of the Paper Industry for 
Air and Stream Improvement, Inc. (NCASI), 1983. 

(5) Lehmann, W.,“ Effect of Ventilation and Loading Rates in Large 


Chamber Testing of Formaldehyde Emissions from Composite Pan¬ 
els,” Forest Products Journal, Vol 37, No. 4, 1987, pp. 31-37. 

(6) Berge, A., Mellagaard, B., Hanetho, R, and Ormstad, E. B., “Formal¬ 
dehyde Release from Particleboard—Evaluation of a Mathematical 
Model,” Holz Als Roh-und Werkstoff 38, 1980, pp. 252-255. 

(7) Versar Inc., Formaldehyde Exposure Model—Description and Dem¬ 
onstration, Final Report, prepared for the U.S. Environmental Protec¬ 
tion Agency under EPA Contract No. 68-02-3968, Task 110, 1986. 

(8) Newton, L., Anderson, W., Lagroon, H., and Stephens, K., Large Scale 
Test Chamber Methodology for Urea-Formaldehyde Bonded Wood 
Products, American Chemical Society Symposium Series 316, 1986. 

(9) Balmat, J., “Generation of Constant Formaldehyde Levels for Inhala¬ 
tion Studies,” American Industrial Hygiene Association Journal , Vol 
46, No. 12, pp. 690-692. 


ASTM International takes no position respecting the validity of any patent rights asserted in connection with any item mentioned 
in this standard. Users of this standard are expressly advised that determination of the validity of any such patent rights, and the risk 
of infringement of such rights, are entirely their own responsibility 

This standard is subject to revision at any time by the responsible technical committee and must be reviewed every five years and 
if not revised, either reapproved or withdrawn. Your comments are invited either for revision of this standard or for additional standards 
and should be addressed to ASTM International Headquarters. Your comments will receive careful consideration at a meeting of the 
responsible technical committee, which you may attend. If you feel that your comments have not received a fair hearing you should 
make your views known to the ASTM Committee on Standards, at the address shown below. 

This standard is copyrighted by ASTM International, 100 Barr Harbor Drive, POBoxC700, West Conshohocken, PA 19428-2959, 
United States. Individual reprints (single or multiple copies) of this standard may be obtained by contacting ASTM at the above 
address or at 610-832-9585 (phone), 610-832-9555 (fax), or service@astm.org (e-mail); or through the ASTM website 
(www.astm.org). 


806 












